Purpose: To introduce a practical method of using an Electron Density Phantom (EDP) to evaluate different dose calculation algorithms for photon beams in a treatment planning system (TPS) and to commission the Anisotropic Analytical Algorithm (AAA) with inhomogeneity correction in Varian Eclipse TPS. Methods and Materials: The same EDP with various tissue-equivalent plugs (water, lung exhale, lung inhale, liver, breast, muscle, adipose, dense bone, trabecular bone) used to calibrate the computed tomography (CT) simulator was adopted to evaluate different dose calculation algorithms in a TPS by measuring the actual dose delivered to the EDP. The treatment plans with a 6-Megavolt (MV) single field of 20 × 20, 10 × 10, and 4 × 4 cm 2 field sizes were created based on the CT images of the EDP. A dose of 200 cGy was prescribed to the exhale-lung insert. Dose calculations were performed with AAA with inhomogeneity correction, Pencil Beam Convolution (PBC), and AAA without inhomogeneity correction. The plans were delivered and the actual doses were measured using radiation dosimetry devices MapCheck, EDR2-film, and ionization chamber respectively. Measured doses were compared with the calculated doses from the treatment plans. Results: The calculated dose using the AAA with inhomogeneity correction was most consistent with the measured dose. The dose discrepancy for all types of tissues covered by beam fields is at the level of 2%. The effect of AAA inhomogeneity correction for lung tissues is over 14%. Conclusions: The use of EDP and Map Check to evaluate and commission the dose calculation algorithms in a TPS is practical. In Varian Eclipse TPS, the AAA with inhomogeneity correction should be used for treatment planning especially when lung tissues are involved in a small radiation field.
Introduction
The accuracy of dose calculation directly impacts radiation treatment efficacy. The complexity of human anatomy and the heterogeneous components of the body's tissues require the sophisticated dose calculation algorithm of a treatment planning system (TPS) to precisely calculate the dose prescribed to targets as well as to organs at risk, for which electron density may vary from low, as in the lungs, to high, as in dense bones. Various dose calculation algorithms have been developed to incorporate inhomogeneity correction , and some of them have been integrated into commercial TPS, such as the Monte-Carlo-based collapsed cone convolution algorithm in Pinnacle 3 TPS and Pencil Beam Convolution algorithm (PBC) and Anisotropic Analytical Algorithm (AAA) in Varian Eclipse TPS. PBC and AAA have often been described in literature [26, 27] . The dose calculation with inhomogeneity correction has greatly improved the accuracy of dose calculation, especially when low-density tissues such as lung tissues are involved in the treatment. However, from a clinical medical physicist's point of view, there has not been a simple and practical way to evaluate, verify, and commission different dose calculation algorithms embedded in a TPS before they are used for patients' treatment planning. Despite this lack of validation in the clinic, these dose calculation algorithms are generally accepted in various TPS. Although some techniques for testing inhomogeneity correction are available, they are highly cumbersome and require specifically designed lung phantoms [28] [29] [30] , and most of them are limited to point dose measurements. A good dose calculation algorithm should be able to calculate dose accurately not only at the prescription point and the tumor volume, but also at the organs at risk. Therefore dose calculation algorithms should be highly accurate universally throughout the entire treatment area. Task Group 65 of the American Association of Physicists in Medicine (AAPM TG65) suggested that the accuracy in tissue inhomogeneity correction should reach a level of 2%, although this goal may be difficult to achieve with many currently existing algorithms [25] . TG65 recommends that heterogeneity corrections be applied to treatment plans and dose prescriptions and strongly advises physicists test the planning systems using some of the benchmark data presented in Tables 10 to 12 of Ref. [25] . The current availability of only the point dose measurement makes this process highly cumbersome and difficult to be implemented. Furthermore, no evaluation method was presented in that report. A recent inhomogeneity correction study on the AAA in Varian Eclipse TPS by Robinson [29] shows that the discrepancy between his measurements and the AAA calculation exceeds 2% at low-density tissues, and the discrepancy is greater for 6 MV than that for 15 MV photon beams.
Another important issue is that more and more clinical trial protocols have been proposed and carried out for finding the optimum treatment strategy in radiation therapy. Many of these clinical trial protocols involve different institutions which may use different TPS and hence dose calculation algorithms. The accuracy of these different dose calculation algorithms associated with the protocol certainly affects the result of the clinical trial. Therefore, it is also crucial to evaluate different dose calculation algorithms when a clinical trial protocol is proposed while different TPS or dose calculation algorithms are correlated with this protocol.
In this paper, we present a practical method to measure and evaluate dose calculation algorithms and to commission dose calculation models in a TPS. For example, in our study, the Anisotropic Analytical Algorithm (Version 8.1.17, AAA_8117) with inhomogeneity correction, the PBC algorithm, and the AAA without inhomogeneity correction for treatment planning in Varian Eclipse TPS were tested and evaluated using the Electron Density Phantom (EDP) with different tissue-equivalent inserts. As the tools used in this method are routinely used for QA checks at many radiation oncology centers, the method may be applied generally to commission and evaluate a dose calculation algorithm for any treatment planning system.
Methods and Materials
The CIRS Model 062 Electron Density Phantom (EDP) (Computerized Imaging Reference Systems, Inc., Virginia, USA) was employed to calibrate the CT simulator (Siemens Somatom Sensation Open-Somaris/5 SYNGO) for the dose calculation in Varian Eclipse TPS. The EDP has 17 holes to hold different types of tissue-equivalent inserts. Each cylinder-like (they are not exactly cylinders -the diameter on one side is slightly smaller than the other side) insert is about 3 cm in diameter and about 8 cm in length. Nine inserts are in the small inner ring section and the other 8 inserts are in the outer ring section as shown in Figure 1(a) . Only the 9 inserts on the inner section were investigated in this work (see Figure 1(b) ). For the calibration of CT and TPS, CT images for this phantom were taken using the Siemens CT simulator and imported into the Varian Eclipse TPS. Then the CT Hounsfield units corresponding to the regions of interest (ROIs) for different tissue inserts were entered into the TPS and the data conversion to electron density factor was established.
The same EDP with tissue-equivalent inserts was adopted to evaluate different dose calculation algorithms in the Varian Eclipse TPS by measuring the actual dose delivered to the EDP prescribed by treatment plans. To take CT images with the Siemens Somatom Sensation Open CT simulator, a 1-cm-thick bolus was placed over the 9 inserts within the small inner section of the EDP and 4 blocks of solid water phantom (thickness of each block varies from 1 cm to 5 cm) were put under the EDP. The images were exported to the Varian Eclipse TPS for planning. Single open field treatment plans with different field sizes (20 × 20, 10 × 10, and 4 × 4 cm 2 ) were generated and different dose calculation algorithms were assigned to these plans and doses were computed respectively with a grid size of 0.25 cm. The 6 MV photon beam was investigated in this study since higher energy photon beams have a less inhomogeneity correction effect [25] . The gantry angle and the collimator angle were both set to 0. A dose of 200 cGy was prescribed to a point 4 cm behind the 8.2 cm long exhale-lung tissueequivalent plug (which is the isocenter in the treatment plan) to investigate the effect of different dose calculation algorithms on the lung tissue. For each field size, dose calculations were performed using different calculation models: 1) AAA_8117 with inhomogeneity correction (the correction switch was turned on); 2) Pencil Beam Convolution (Version 8.1.1.17, PBC_8117); and 3) Anisotropic Analytical Algorithm (Version 8.1.17, AAA_8117) without inhomogeneity correction (the corection switch was turned off), respectively. shows a treatment plan for the field size of 20 × 20 cm 2 with AAA inhomogeneity correction algorithm for dose calculation. To measure the actual dose delivered to the prescription point, the individual plans were delivered to "treat" the EDP. The MUs delivered were defined by the related treatment plans. The dose at a defined plane was measured by MapCheck (Sun Nuclear Corporation Model 1175, software version 3.05.02, 445 diode detectors). The setup of MapCheck is shown in Figure 3 . A 2 cm thick solid water phantom was placed on top of the MapCheck to measure the 2-D dose distribution at a depth of 4 cm below the EPD as shown in the bottom left plot of Figure 2 created from Varian Eclipse TPS. As the intrinsic depth from the surface of MapCheck to the detector plane (the physical thickness is 1.35 cm) is 2 cm water-equivalent thick, the depth to the measured 2-D dose plane (coronal) in solid water blocks is 4 cm with the isocenter in the detector plane. The source-axis distance (SAD) setup was used in the measurement so that the inverse-square factor due to the difference between the physical thickness (1.35 cm) and the water-equivalent thickness (2 cm) does not need to be included. The MapCheck was calibrated by running a 10 × 10 cm 2 6 MV beam with a known dose at 5 cm depth before it was used to measure the dose. We performed the measurements for all the field sizes mentioned above (20 × 20, 10 × 10, and 4 × 4 cm 2 ) with different dose calculation models, and compared the measured results with calculation results from related treatment plans. Similar procedures but independent measurements were carried out using EDR-2 films with the RIT VXR-16 Dosimetry Vidar System. The setup is similar to Figure 3 but the MapCheck was replaced by an EDR-2 film placed at a depth of 4 cm in the solid water. We compared not only the measured dose with the calculated dose by different dose calculation algorithms, but also compared the results from MapCheck method with EDR-2 film method to make sure the results from these two methods were mutually consistent. To further verify our results, we also measured the 2-D dose distributions at a different depth (i.e. 3 cm) using the film method and compared the re-sults with calculations. In addition to measuring 2-D dose distributions, the prescribed point dose was measured using an ion chamber. All the measured doses were compared with the calculated doses from the respective associated treatment plans. While we focused on the dose accuracy for lung tissues, we have also evaluated the accuracy of each dose calculation algorithm on different types of tissues. This was carried out by comparing the calculated dose with the corresponding measured dose on different tissue-equivalent inserts inside the EDP regions covered by the 20 × 20 cm 2 field, such as the inserts of inhale-lung, exhale-lung, breast, muscle, dense bone, liver, adipose, trabecular bone, and H 2 O.
Results

MapCheck Measurements for AAA with Inhomogeneity
We first studied the consistency between measurements and calculations on different types of tissues for AAA with inhomogeneity correction. Figure 4 shows the comparison of MapCheck measured dose with the calculated dose using AAA with inhomogeneity correction for field size 20 × 20 cm 2 . The top left is the measurement and the top right is the calculation. The bottom left is the overlay of isodose lines from measurements and calculations. The bottom right plot shows the comparison between measurements and calculations in the X-direction, which ran from left to right through H 2 O insert, EDP body, lung (exhale) insert, EDP body, Lung (inhale) insert. The circle points are the measurements and the smooth curve is from calculations. The blue curve is the difference in percentage (%) between measurements and calculations. The difference between the calculated and the measured dose is less than 2% for most of the compared points, except for a few points, where the difference is slightly larger than 2%. These points with higher discrepancies are all located at the edge of inserts where there are tiny air gaps between these inserts and the EDP body. The positions of these air gaps might be different from where they were in the CT image when the EDP was set up in the treatment room. Figure 5 shows the comparisons between measurements and calculations for the following regions:
Y direction (−10 to 10 cm): dense bone, EDP body, lung (exhale), EDP body, trabecular bone;
Negative Slope Diagonal ((−10, 10) to (10, −10)): breast, EDP body, lung (exhale), EDP body, adipose;
Positive Slope Diagonal ((−10, −10) to (10, 10)): muscle, EDP body, lung (exhale), EDP body, liver.
The above studies indicate that using the AAA inhomogeneity correction algorithm, the dose discrepancy between measurement and calculation is about 2% for all types of tissues. For the dose prescribed region (lung exhale), the discrepancy is about 1%. Figure 6 shows the comparison of EDR-2 film measurement with the calculation using AAA inhomogeneity correction for the field size of 20 × 20 cm 2 . In the figure, "target image" is for the 2-D dose distribution from the treatment plan, and "reference image" is for the one from the film measurement. The 3-D gamma surface in Figure  6 represents the difference between measurement and dose calculation in the 3-D format. Similar to the MapCheck study, the large discrepancy between measurements and calculations again were at the edge of inserts -air gap. However, the overall discrepancy between measurements and calculations for all tissue plugs is still about 2%, which is consistent with the results from the MapCheck study. Table 1 gives the results of dose measurements at the prescribed dose point using an ion chamber (model: PTW TN30013, inner diameter 6.3 mm) and their comparisons with calculated results from different dose calculation algorithms. The calculation from AAA without inhomogeneity correction underestimates the dose to lung-tissue by about 14%, and the discrepancy increases when field size decreases due to increasing deviation from nonequilibrium conditions and the ion chamberinduced perturbing level of disequilibrium for smaller field size. For the small field size 4 × 4 cm 2 , the AAA with inhomogeneity correction provides a more accurate result compared with the PBC calculation, although the difference is not significant for larger field sizes such as 10 × 10 and 20 × 20 cm 2 .
EDR-2 Film Measurements
Point Dose Measurement
Comparison of AAA Inhomogeneity Correction, PBC Inhomogeneity Correction, and AAA without Inhomogeneity Correction
The dose calculation accuracy within different tissues using the AAA with inhomogeneity correction was compared with 1) PBC and 2) AAA without inhomogeneity correction by evaluating the difference between measurements and calculations in X-direction, Y-direction, Negative-Slope diagonal direction, and Positive-Slope diagonal direction. Figures 7 and S1-S3 show those comparisons for these plans with field size 20 × 20 cm for various tissues respectively. Figures S1-S3 can be found under "Supplementary Material" for this article. For all types of tissues except lung tissues, both AAA with inhomogeneity correction and PBC can reach the accuracy of 2% if the air gap effect was excluded, and there were no significant differences between the two calculation models. Figure 8 shows the histogram distributions of the difference between measurement and calculation for all the MapCheck measured points on different types of tissues for both AAA inhomogeneity correction and PBC methods with the field size of 20 × 20 cm 2 . There were a small number of points where the difference between measurement and calculation was larger than 2%. These points were at the air gap region of inserts. For the low-density tissues (lung tissues), AAA with inhomogeneity correction had a much better correlation with the measured dose than PBC, as shown in Figures 7 and 9 and Table 1 . For AAA without inhomogeneity correction, the discrepancy between measurement and calculation was smaller for non-lung tissues than for the low electron density tissues, such as lung. For the field size of 4 × 4 cm 2 , which covered only the lung-exhale insert, the AAA with inhomogeneity correction was much more accurate compared with PBC and the AAA without inhomogeneity correction as shown in Figure 9 , where dose points at four directions-X, Y, Negative-Slope diagonal, and Positive-Slope diagonal were measured. Studies using an ion chamber (as in Table 1) and using EDR-2 films for all the field sizes gave consistent results with the MapCheck analysis.
Discussion
We have tested and verified different dose calculation a EDR-2 film, and ion chamber. These tools are available in many radiation oncology centers and are routinely used by medical physicists for QA checks. The evaluation approach that we present in this paper is practical and easily used, which may be applied generally to commission and evaluate a dose calculation algorithm for any TPS used in the clinic. Our study indicates that both AAA with inhomogeneity correction and PBC in Varian Eclipse TPS (Version 8.1.1.17) can reach the accuracy of 2% suggested by AAPM TG65 [25] for all the types of tissues that we have tested using EDP if we consider the uncertainty from ADCL calibration on the ion chamber and the electrometer that we used in this study to be negligible. However, instruments such as ion chambers and electrometers in reality have their own uncertainty for what they measure. A similar situation is held for the diodes in MapCheck. Still, these uncertainties will not lead to the failure of AAA in numerous circumstances suggested by the author of [29] . Using the electron density phantom CT image that was obtained from the CT Simulator (HU numbers) calibrated by this electron density phantom to do the dose calculation for evaluating the TPS in this study might have reduced the bias in dose calculation that depends on CT HU numbers. The result for small field sizes (4 × 4 cm 2 ) in the lung tissue indicates that AAA with inhomogeneity correction is more consistent with the measured doses than PBC, although the difference is small. This finding suggests that AAA with inhomogeneity correction is superior to the other two calculation methods for small field radiotherapy, such as stereotactic body radiotherapy (SBRT), radiosurgery, and IMRT, which are based on the use of very small fields. Our results further show that the AAA without inhomogeneity correction causes more than 14% discrepancy in dose for lung tissues, and this may result in overdose for the treatment site involved in lung tissues.
Com s demonstrated its superiority with regard to the delivery of prescribed dose to the target and the reduced dose to the organs at risk for many tumors. To ensure successful delivery of an IMRT treatment, the accurate verification of the IMRT plan (IMRT QA) becomes an essential component. This is generally carried out by two approaches: 1) measuring the dose delivered to a uniform and homogeneous solid water phantom and comparing it to the dose calculated from the verification QA plan, which is created from the actual patient's treatment plan but with the patient CT images replaced by the CT images of the uniform and homogeneous solid water phantom; and 2) performing an independent second-hand calculation check such as using the commercial software RadCalc (LifeLine Software Inc.). However, the IMRT QA by measuring solid water phantom will not be valid if the TPS can only correctly calculate the dose for homogeneous tissues but not for inhomogeneous tissues, because in the IMRT QA measurement one may still find that the measured dose is consistent with the calculated dose-even if the patient's treatment plan involves inhomogeneous low-density tissues and the TPS gives the wrong calculated dose to the patient due to the lack of good inhomogeneity correction. This is because only the homogeneous phantom is used in the IMRT QA plan. Similarly, in the second hand-calculation check, only accurate dose calculation models applied both to the TPS and the second hand-calculation software can guarantee the second hand-calculation check verification to provide meaningful results because an independent second handcalculation without inhomogeneity correction may still have a consistent result with the TPS without inhomogeneity correction, but the actual dose to the prescribed point is different from the calculated prescribed dose. Only when the dose calculation algorithms in the TPS are accurate are the two IMRT QA approaches valid. All of these issues make it critically important to commission a dose calculation method in a TPS before it is applied in the clinic.
Using th the CT simulator for TPS can prevent bias from the CT calibration and reduce the uncertainty of our results. However, there are still other sources of uncertainty in our study: 1) the setup of EDP in the treatment room; 2) the different positioning of the tiny air gap (between tissue-equivalent inserts and EDP body) from the plan; 3) the variations of the dosimetric outputs of the treatment machines and the calibration of the MapCheck, the film analyzer, and the ion chamber. The annual QA, monthly QA, and TLD reports from RPC have shown that the dosimetric output of the LINAC used in this study is consistent with each other within 1%. Further study is needed to perform with different beam energy although it is expected that higher energy will have a less inhomogeneity correction effect.
In conclusion, we have proposed a practical m w
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